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ABSTRACT 


Because of space limitations and system complexity in many applications 
associated with gas turbine testing, extremely small flow measuring probes 
have sometimes been required. This paper presents several examples of these 
miniature probes (null type as well as fixed position) which have proved 
useful in aircraft and space power systems component testing and are appli- 
cable to automotive gas turbine testing. These probes are used to determine 
component or system performance from the measurement of gas temperature as 
well as total and static pressure, and flow direction. Detailed drawings of 
the sensors are presented along with experimental data covering the flow 
characteristics over the range of intended use. 
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INTRODUCTION 

Automotive gas turbine testing requires small probes which measure tem- 
perature, pressure, and flow direction to help establish engine performance. 
Probes are available to measure a single or a combination of these param- 
eters. Furthermore, probes can be used in a fixed position at their measur- 
ing station or they can be actuated to rotate and/or translate to various 
positions. Compromises must be made in choosing any particular type of probe 
and the method in which it is applied. Some considerations involved are cost, 
size, accuracy, sensitivity, aerodynamic loading, vibration, and installation 
problems. Before application, the probes limits and characteristics must be 
established. This present report described various miniature probes along 
with their flow characteristics, thus providing a prospective user with in- 
formation to choose a given probe and interpret the test data it acquires. 

DESCRIPTION OF PROBES 

WEDGE-TYPE COMBINATION PROBE - Figure 1 presents the head detail of a 
wedge-type combination probe. This probe is a modification of the probe pre- 
sented in (1).* The probe head consists of a 60° included angle blunted wedge 
with flow direction sensing orifices located on the wedge surface. Projecting 
upstream from the wedge are an internally beveled total-pressure tube and a 
tubular shielded thermocouple. This sensing head assembly fits into a h inch 
(.64 cm) diameter support tube (not shown) with the centerline axis of the h 
inch (.64 cm) tube passing along the blunt leading edge of the wedge. The 
probe head is small enough to fall within the projected cross-sectional area 
of the support, thus, the probe can be inserted into a test region through a 
h* inch (.64 cm) diameter hole. 

5k 

Numbers in parenthesis designate References at end of paper. 
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TUBE-TYPE COMBINATION PROBE - Figure 2 presents the head detail of a 
tube-type combination probe- The probe head consists of a 3 tube bundle 
containing a center position total pressure tube with two 45° angled inlet 
tubes on either side for sensing flow direction- An unshielded 36 gage wire 
thermocouple lies above and parallel to the total pressure tube to complete 
the temperature, pressure, and flow angle combination sensor. This sensing 
head assembly fits into a 3/16 inch (.48 cm) diameter support tube (not 
shown) in such a manner that it falls within the projected cross-sectional 
area of the support tube. 

TEMPERATURE PROBES - Figure 3 shows a simple bare-wire crossflow therm- 
ocouple probe design using a 1/8 inch (.32 cm) diameter cylindrical support. 

A related type of probe has been previously reported in (2, 3, and 4). 

Figure 4 shows a semi-shielded high-recovery probe. This probe uses 
a 3/32 inch (.24 cm) diameter support tube with a notched end which places 
the crossflow thermocouple in the stagnation region of the notched end. Other 
probes of this type have been described in (3, 4, and 5). 

Sheath and wire materials for these two thermocouple probes (figs. 3 
and 4) may be chosen to meet the requirements for cold-flow component tests 
as well as high temperature testing of the complete engine assembly. 

PROBE CHARACTERISTICS 

Characteristics of the probes were determined for flow conditions where 
the probe is alined with the flow as well as for the case where the probe is 
unalined with the flow. The probes can therefore be used with actuators or 
in fixed position. Flow orientation nomenclature is presented in figure 5. 

TEMPERATURE MEASUREMENTS - In using thermocouple probes, it is conven- 
ient to correct for an aerodynamic recovery error by using a recovery- 


correction factor A. 
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where T fc is total temperature and T in ^ is the indicated thermocouple 
junction temperature* All temperatures are absolute. In an application 
in which the junction has responded to the aerodynamic flow, and where con- 
ductive and radiative heat exchange is not present, the quantity is 

equal to the adiabatic junction temperature, and T t can be calculated from 
the indicated junction temperature and the value of A. 


and since A << 1 


^ind 
1 - A 


(2a) 


T t« T ind(l + A > (2b) 

The recovery-correction factor of a thermocouple probe, in alined flow, 
varies primarily with stream Mach number, with a secondary effect of stream 
pressure. The recovery-correction factor for alined flow, at 1 atmosphere 
(1 x 10 5 N/ra 2 ) stream total pressure, will be termed the reference recovery- 
correction factor Aq. 

The variation of with Mach number for the probes reported herein is 

presented in figure 6. The curves presented here represent the average cal- 
ibration for several probes. In general, deviations of ±10 percent of the 
average given value for Aq can occur due to material and probe manufactur- 
ing variances. For maximum accuracy, probes should be individually calibra- 
ted before and periodically during application. Shielded probes are more in- 
clined to change calibration during usage because of their higher suscepti- 
bility to flow passage area change from stream particles and thermocouple 
"grounding" to the close proximity shields. The combination wedge A^ curve 
is higher valued than that usually expected for a shielded probe. The reason 
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is that its shield geometry allows straight-through flow with only a small 
amount of stagnation at the wire bend. 

The variation of the recovery-correction factor with pressure, for 
alined flow, is shown in figure 7. Conductive heat exchange from the sup- 
port and/or shield is probably the largest contributing factor to this ef- 
fect, with the greater sensitivity felt in the low pressure (lower density) 
regions. As seen in the figure, the high-recovery shielded probe is effected 
to a greater extent by this condition. 

Variation of recovery-correction factor-ratio with yaw angle (see fig. 5 
for flow angle orientation) is presented in figure 8. It is seen from these 
curves that the variation of A with yaw for the combination wedge, combin- 
ation, tube, and high recovery probe is only slight with small angles of yaw 
(±10°). The crossflow design, however, is not only highly sensitive to change 
in A with change in yaw (up to 10 percent change at 10°) but is also sub- 
ject to a wider variation with Mach number than the other probes. Thus, the 
data is presented as a cross-hatched area. The use of this probe should be 
restricted to applications where such uncertainties in A with flow angle 
are not significant. No data is presented for deviation from zero pitch angle 
since in the majority of applications the probes can be inserted into a test 
region, so that, the variation in flow in one plane (pitch) is negligible (say 
less than 5°) and only the variation in the yaw plane must be accounted for. 

An approximation of radiation losses for the crossflow and high-recovery 
thermocouple probes (which are applicable to the hot sections of the engines) 
may be obtained from information found in (2 and 4) where: 


,3.82 


Radiation correction, °R^ • ^ • £w 


i - 



(3) 


jMpylOOO^ 

where C is the radiation constant for a particular probe, e w is total hem- 
ispherical emlttance of the thermocouple wire, M is stream Mach number, p 
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is stream static pressure in atmospheres* ^ind is indicated thermocouple 
temperature °R, and is enclosure duct temperature °R. 

The H C n values for the two probes are: 

bare-wire crossflow =3*8 
high recovery probe = 5.2 

Values of emittance for type K thermocouples may be estimated from (6) 
where the values range from 0.2 to 0-3 for a clean bright wire and 0.7 to 0.9 
for a highly oxidized wire. Emittances of 0.7 to 0.8 were found for bare 
type K thermocouples (4) run for % to 1 hour in the exhaust gas of a gasolene- 
air combustor. 

YAW ANGLE MEASUREMENT - Although the combination probes presented herein 
are primarily intended to be used with an actuator that supplies linear and/or 
rotational positioning* they may be used to a limited extent in a fixed posi- 
tion. The value for the yaw angle 8 can be obtained from probe measurables 
using figure 9, where p^ is indicated total pressure and p^ and p^ 

are the pressures measured by each of the directional sensing taps. As with 
the thermocouple sensors, deviations of ±10 percent of the average values of 
figure 9 can occur due to manufacturing variances; so, for maximum accuracy, 
individual probe calibrations are required. 

TOTAL PRESSURE MEASUREMENT — The variation in indicated total pressure 
with yaw angle for the two combination probes used in a fixed position is 
presented in figure 10, where p t is total pressure. This figure is used 
to obtain stream total pressure from probe measurables after determining yaw 
angle through use of figure 9. Additional flow-angle characteristics of 
several miniature total-pressure tubes are given in (7). 

STATIC PRESSURE MEASUREMENT - For accurate static-pressure measurement 
it is desirable that the sensing element be many diameters upstream from the 
probe support, as in the Prandtl-type tube. Because the probes must usually 
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pass through a small hole and have the sensing elements near the centerline 
of rotation, most small combination probes do not include the ability to 
measure stream static pressure. However, if it is required that the com- 
bination probes have the ability to measure the static pressure, one of the 
angle-sensing holes (or the average pressure of the two holes) is normally 
used as an indication of this pressure (1). Of the two combination probes 
presented here, the wedge type is preferred for static pressure because its 
angle ports indicate a pressure much closer to stream static pressure than 
the tube type. The uncertainty in static pressure resulting from using such 
a technique is due to probe blockage and the variation in. blockage as the 
probe traverses the passage. An alternate approach to the measurement is to 
use static pressure obtained from wall static pressure taps along with the 
calculated values obtained from other measurables. 

PROBE. ACTUATOR SYSTEM 

A typical probe actuator system is use at the Lewis Research Center is 
shown in figure 11. The actuator is capable of both linear and angular mo- 
tion. Typical ranges of motion are 6 inches (15 cm) linear travel and ±90 
degrees rotational movement. A block diagram of the complete actuation sys- 
tem is shown in figure 12. 

The position command for linear travel may be manually operated or com- 
puter programmed to stop at pre-determined points. Linear positioning accur- 
acy can be acquired to about 0.15 percent of full travel. 

The flow angle sensing ports of the probe are connected to a differen- 
tial pressure transducer which converts pressure unbalance (misalinement 
with flow) to an electrical signal. This electrical unbalance signals the 
rotational system to automatically bring the probe back to zero flow angle. 
Sensitivity of the flow angle system varies approximately linearly with 
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pressure and with the square of the flow velocity. The overall flow angle 
measurement uncertainty for nominally mid-range subsonic Mach number flows, 
at one atmosphere pressure, is about one degree. 

SUMMARY 

Design details, general characteristics, and discussions of applica- 
tions and limits for several miniature fluid flow probes were presented. 

The probes which measure temperature, pressure and flow direction can be 
used in a fixed position or in an actuator system. Information on a typ- 
ical probe actuator system was also presented. 
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figure 1, - Wedge-type combination probe. 
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Figure 2 . - Tube- type combination probe. 
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Figure 3. - Bare wire - crossflow 
thermocouple. 
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Figure 4. - High recovery thermocouple. 
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Figure 7. - Variation of recovery- correction- factor ratio 
with pressure. Alined flow. 0.6<M<0.9. 
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Figure 8. - Variation of recovery- 
correction-factor ratio with yaw 
angle:' 0. 3<M<0.9. 
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Flgu re 9. - Variation in yaw pressure difference with yaw angle. 
0.3<M<0.9. 



Figure 10. - Variation in total-pressure 
difference with yaw angle. 0.3<M<(h9. 
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Figure 11. - Actuator, AP pressure transducer, and probe assembly. 



Figure 12. - Probe actuation system. 
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